[A simple hemolytic plate method for complement activity estimation (author's transl)].
The previous single radial haemolysis method is simplified for complement activity assay in human serums. The proceeding a "one point" test is described. This new technique is remarkable by its simplicity and rapidity. A study of the precision shows tha possibility of to make use of this simple "one point" hemolytic plate method.